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Abstract 

We measure the mechanical thermal noise of soft silicon atomic force microscopy cantilevers. Using 
an interferometric setup, we obtain a resolution down to 10~^''m/\/Hz on a wide spectral range (3 Hz to 
10^ Hz). The low frequency behavior depends dramatically on the presence of a reflective coating: almost 
flat spectrums for uncoated cantilevers versus 1// like trend for coated ones. The addition of a viscoelastic 
term in models of the mechanical system can account for this observation. Use of Kramers-Kronig relations 
validate this approach with a complete determination of the response of the cantilever: a power law with 
a small coefficient is found for the frequency dependence of viscoelasticity due to the coating, whereas the 
viscous damping due to the surrounding atmosphere is accurately described by the Sader model. 



Keywords 

Thermal noise, viscoelasticity, cantilever coating, fluctuation dissipation theorem, Sader model 
Notes 

This paper has been published as 
Nanotechnology 20, 405705 (2009). 
doi: 10.1088/0957-4484/20/40/405705 



Corresponding author : Ludovic.Bellon@ens-lyon.fr 



1 



1 Introduction 



The interest to study micro-cantilevers, at first related to its use in atomic force microscopy (AFM), is even 
increased as it represent a fundamental part of microelectromechanical systems (MEMS). Functionality of 
MEMS or AFM sensors is based on mechanical movements and deformation of the cantilever. Their thermal 
noise represent one of the most important noise sources and finally determines the ultimate deflection sensitivity 
of the sensor [1, 2, 3, 4, 5, 6, 7]. This mechanical-thermal noise can also be important in the study of macroscopic 
systems, and has been shown for instance to be a relevant term in the sensitivity limitations of interferometric 
detectors for gravitational waves [8, 9, 10, 11]. Several observations have shown that surface effects can play a 
significant part in understanding the origin of these thermal fluctuations [7, 10, 11, 12, 13, 14]. 

As shown by the fluctuation dissipation theorem (FTD) [15], these thermal induced mechanical fluctuations 
are linked to the losses of energy occurring during deformations of the system. Many models have been proposed 
to account for the numerous physical sources of dissipation: viscous damping in the surrounding fluid [16], 
clamping losses [3], thermoelastic dissipation [17, 18, 19], etc. In his pioneering paper Saulson [1] proposed a 
model of mechanical-thermal noise for a simple harmonic oscillator with viscoelastic damping. In particular he 
showed that, considering only structural damping as the dissipation mechanism, the power spectrum density 
(PSD) of fluctuations presents a 1// trend at low frequencies. This is the viscoelastic model. In general, a key 
difference between all these models is the frequency dependence of the noise or dissipation. It is however a great 
challenge to measure thermal noise or small damping on a wide range of frequency, and very few experiments 
[8, 9, 10, 20] have succeed so far in directly measuring fluctuations out of resonances, notably at low frequency. 

We propose here a direct measurement of a mechanical-thermal noise of a microcantilever, realized with 
an interferometric technique. A principal advantage of our setup is that offers, thanks to its sensitivity, the 
possibility to resolve not only the resonances of the PSD as in the standard AFM optical lever technique, but 
the whole spectrum from 3 Hz to 4 x 10'^ Hz. In this paper, we will first present a short introduction to a few 
useful models for the cantilever noise: simple harmonic oscillator with viscous damping, viscoelastic model, 
Sader model. We will then present measurements on a raw silicon cantilever and a golden coated one, with 
clear 1/f like noise for the latter. Vacuum experiments to reduce the viscous effects due to the surrounding 
atmosphere will demonstrate that this behavior is an intrinsic property of the cantilever. With the use of 
FDT and Kramers-Kronig relations, we will eventually rebuild the full mechanical response function from the 
measured PSD. We will then propose a phenomenological model to closely mach the observations, adding a 
frequency dependent viscoelasticity for inner dissipation to the Sader's approach for surrounding atmosphere. 



2 Thermal noise of a damped harmonic oscillator 

When a mechanical system is in equilibrium with a thermal bath at temperature T, there is a continuous 
exchange between the mechanical energy accumulated in the system and the thermal energy of the environment. 
The thermal fluctuations of an observable d are described by the Fluctuation-Dissipation Theorem [15], which 
relates the power spectrum density (PSD^) Sd{f) to the response function G of the system: 



Sdif) = -rj = Im 

A/ u 



(1) 



where ks, A/ and uj = 27r/ are the Boltzmann constant, the spectral bandwidth and the pulsation corresponding 
to frequency /. Im stand for the imaginary part of its argument. G{uj) is defined as 

Giu.) = §4 (2) 
d(uj) 

where F is the variable coupled to d in the Hamiltonian of the system. 

Let us consider the case of a simple harmonic oscillator (SHO) with viscous damping as a simple model of 
a mechanical dissipative system, where d and F are the displacement and the force applied to the system. It 
responds to the equation of motion: 

md = —Kd ~ "fd + F (3) 



^In this paper we will use one sided power spectrum density functions of frequency /, such that < d? >= Jjj°° Sd(f)df, for easier 
comparison to experiments, whereas response functions G will bo given as a function of the pulsation ui. 



2 



where m is the mass, k the spring constant and 7 the damping coefficient, fn Fourier space this equation can 
be rewritten as 



G 



SHO 



(uj) = K 



Ijj 

1 o+i 



QlUq 



(4) 



where we introduced the resonant pulsation ujq = y^K/m and the quaUty factor Q ~ mioo/j. In this case, from 
equations 1 and 4, the PSD of thermal fluctuations is given by 



^SHO 



(/) = 



l/Q 



(5) 



where u = oj/ujo is the reduced frequency. 

Up to now, we have considered only viscous damping (proportional to velocity). In a more general case we 
can consider another dissipation source: the spring itself may be viscoelastic. This can be modeled by a complex 
spring constant [1] k* = k(1 + i4>) in the Fourier space. The imaginary part of complex spring constant Kcj) takes 
into account the dissipation because it includes a component of the restoring force which is out of phase with 
the displacement. As we are interested in resonant systems, we will generally assume that <C 1. If we only 
consider viscoelastic damping, cq. 4 and 5 turn into: 



(w) = K 



UJ 

1 ^ + H 



Sf{f) = 



KUJQ (1 — U^)^ + 



In this model the resonance can be characterized by an effective quality factor Q* = 1/ 
the viscoelastic and the viscous damping, we have: 



G 



SHO* 



jSHO* 



(/) = 



1 



/ UJ 



UJn 



\Qluo 
l/Q + 



KLOo (l-w2)2 + (u/g + 0)2 



The effective quality factor Qeff of the resonance is here a combination of both dissipation processes: 

11 1 



(6) 
(7) 

If we consider both 



(8) 
(9) 

(10) 



If we reduce viscous damping to zero (Q 00), Q* represent the upper bound of achievable effective quality 
factor. 

The models with and without viscoelasticity present significant differences at low frequencies: the viscous 
damping model (labelled SHO) produces a constant spectrum, while the viscoelastic models (labelled k* and 
SHO*) give rise to a 1// trend (for a frequency independent k*, a common observation for many material 
[21, 22, 23, 24] usually referred to as strucutral damping is the literature). They can be useful to study the 
thermal noise driven fluctuations of a microcantilever around and below its first resonance. Indeed, the expansion 
theorem states that the response of a continuous system to an applied force is equal to the superposition of 
the responses of each of the normal mode of the system [1], hence it is usual to modelize the first mode as a 
simple harmonic oscillator. This classic assumption has been validated by Sader [16] around resonances with 
high quality factors, which is common for cantilevers in vacuum or air. Nevertheless, the Sader model [16] is 
much richer to describe the off resonance behavior and will be useful to understand our measurements, hence 
we will quickly recall its main lines here. 

When a cantilever is moving inside a fluid, it is subject to a force corresponding to the hydrodynamic load 
-Fhydro(i^) duc to the motiou of the fluid around the beam. Following Sader's approach [16], this hydrodynamic 
load can be approximated by 

i^hydro(^) = ^pu;^b^T{u;)d{iu) (11) 

where p is the density of the fluid and T^to) the hydrodynamic function corresponding to a thin rectangular 
cantilever beam of width b and length L. An explicit formula of F for a infinitely thin cantilever much longer 
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than wide is given in ref. [16]. Considering only the first resonance and measuring the deflection d at the free 
extremity of the cantilever, it can be shown that the response function G^^'^°'^{u!) is [25] 

(^Sadcr^^-) = 1.03Kc - (1 + t{uj)) LJ^ (12) 

with Kc and rric the static spring constant and mass of the cantilever, and t{uj) ~ Trpb'^LT{Lu)/4mc. The real 
part Tr of T corresponds to the added mass due the fluid moving along with the cantilever during its motion 
(normalized to the cantilever mass nic), and the imaginary part to the viscous drag. The correspondence 
to the SHO model is immediate : in vacuum (Q — > oo and t(w) = 0), we identify the effective mass of the 
oscillator to a quarter of the cantilever mass (m = mc/4) and the spring constant to k = I.OSkc. Reporting the 
above expression of G^'"^'='{oj) into eq. 1 directly gives the expected spectrum in this model: 

r-Sader/ I^bT Ti{uj)u 

The low frequency behavior of this model is a little different from the SHO model: instead of a constant spectrum 
at low frequency, the noise is expected to slowly vanish as / — > [25] . 

Just as for the simple viscoclastic model (SHO*), one can include an internal dissipation in the Sadcr model 
by considering a complex spring constant k* (corresponding to a complex young modulus). This extended Sader 
model will be labelled as Sadcr* : 

^Sador*^^-) ^ ^ -^^ _ ^ ^^ (^^-^ ^ iTi(tj))w2 (14) 
cSadcr-^ _ 4fcBr Ti{uj)u + (j) / U 

(!-(! + r.(a;))u2)2 + (ri(w)w2 + <^)2 ^ 

This last model will be equivalent to the simple viscoelastic oscillator (k*) at low frequencies and to the Sader 
model at higher frequencies. 

We plot in Fig. 1 the typical behavior we can expect from the 5 different models. The presence of a 
viscoelastic behavior is evidenced at low frequency by a none vanishing imaginary part of the response function 
G, which induces a divergence of the power spectrum of fluctuations when / goes to 0. The resonance is also 
influenced by the chosen model: viscoelasticity alone will produce sharper resonance, and the additional inertia 
due the fluid taken into account with Sader model shifts it to lower frequencies. 



3 Experiments and results 

We use BudgetSensors Atomic Force Microscopy (AFM) cantilevers (BS-Cont) with and without gold coating. 
They present a nominal rectangular geometry: 450 fim long, 50 fim wide and 2 fiui thick, with an optional 70 nm 
gold layer on both sides. The measurement is performed with a home made interferometric deflection sensor 
[26, 27], inspired by the original design of Schoncnberger [28] with a quadrature phase detection technique [29]: 
the interferences between the reference laser beam reflecting on the base of the cantilever and the sensing laser 
beam on the free end of the cantilever (see inset of Fig. 2(a)) directly gives a measurement of d, with very high 
accuracy. A first advantage of the technique is that it offers a calibrated measurement of the deflection, without 
conversion factor from Volt to meter as in the standard optical lever technique common in AFM. We illustrate 
in Fig. 2 the performance of our detection system with the power spectrum density of a rigid mirror (bottom 
black line on each graph): the light intensities on the photodiodes are tuned exactly as during the measurement 
on the cantilever, but since the mirror is still the measured spectrum reflects only the detection noise. This 
background noise is as low as 8 x 10~28]xi2/Hz for the golden coated cantilever measurement, just 30% higher 
than the shot noise limit of our detection for a 200 iiW sensing laser beam. At frequencies smaller than 100 Hz, 
the electronic noise starts dominating the spectrum but the noise keeps smaller than 2 x 10~26m2/Hz at 3 Hz. 
The noise is a bit higher for the raw silicon cantilever measurement, as its reflectivity is smaller and shot noise 
thus increases. 

We plot in Fig. 2 the PSD of thermal noise driven deflection at the free end of the cantilevers (with and without 
gold coating) in air at atmospheric pressure. The thermal excitation operates like a white noise force on the 
cantilever. Within the frequency bandwidth of our acquisition card (0 — 100 kHz), the two resonances present 
in each spectrum correspond to the first two modes of oscillation of the cantilever modeled as a mechanical 
embedded-free beam. In agreement with the Euler-BernouUi model [30] these frequencies satisfy the relation 
/i//o = 6.26. We also have a lot of information around the first resonance as the measurements are always above 
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the background noise of the system, notably at low frequency. If we subtract the background noise spectrums 
from the measurements, we have an estimation of the thermal noise of the first resonance of the system on the 
whole 3 Hz to 40 kHz frequency interval, which we can compare to the theoretical expectation of the models 
presented in the previous section. 

The low frequency part of the spectra of the two cantilevers is completely different. For the uncoatcd 
cantilever, the trend is a slow decrease as / goes to 0, while the spectrum increases in 1// like fashion when a 
coating is present. Let us first focus on the raw silicon cantilever. As shown on Fig. 3(a), if the SHO model of eq. 
(5) is fine to fit the resonance, it looses its pertinency at low frequency, where the value of the plateau cannot 
be tuned without degrading the fit of the resonance. In fact, once matched the resonance frequency (/o), width 
(oc l/Q) and height (cx Q/n), there are no adjustable parameters left. The Sader model, introducing a frequency 
dependance in the viscous dissipation, sticks much closer to the measurement. To compute this prediction, we 
used the tabulated values for the properties of silicon and air at room temperature, and the explicit formula of 
ref.[16] for the hydrodynamic function. The physical dimensions of the cantilever (length, width and thickness) 
were tuned within the manufacturer tolerance to match the experimental observation. The agreement is very 
good till frequencies much smaller than the resonance, and present a validation of Sader's approach outside the 
resonances where it had been tested up to now [31, 32, 33]. 

For the coated cantilever, as shown on Fig. 3(b), viscous damping is clearly inappropriate to interpret the 
low frequency part of the spectrum. This 1// like behavior was reproducible with cantilevers from various 
manufacturers and with various metallic coatings, although the stronger effect was obtained with gold. The 
viscoelastic contribution introduced in the SHO* and Sader* model supplies a qualitatively good description of 
the spectrum. Here a new free parameter is introduced to adjust the data: the loss tangent which is of order 
10"'^ . As for the raw cantilever, Sader's approach for viscous dissipation gives better results when we leave the 
immediate surroundings of the resonance, allowing a better match with the measurement in the few kHz range. 

To make sure that the low frequency part of the spectrum of the golden coated cantilever doesn't depend 
on the viscous damping due to the surrounding atmosphere, we made a measurement in vacuum at 10~^ mbar. 
Fig. 4 shows that, in agreement with the viscoelastic models, the only effect of reducing pressure is an increase 
of the effective quality factor Qeff, the low frequency part is unchanged and therefore related to an inner 
behavior of the cantilever. It is also worth mentioning that in vacuum the effective quality factor of the coated 
cantilever is about one order of magnitude smaller than that of the raw cantilever, pointing also to some higher 
inner dissipation. This last point has been studied as a function of the gold layer thickness and surrounding 
atmosphere pressure in ref. [14], with similar observations. 

A possible artifact in the measurement of such tiny fiuctuations is the effect of the light used to sense the 
deflexion of the cantilever: it has been demonstrated how radiation pressure and local heating by a laser beam 
can be used to excite a micro-cantilever [34]. In the case of interferometric set-up using a resonant cavity 
between the cantilever surface and an optical fiber, the modulation of light intensity / in the cavity while 
its length I — d \s changing can even induce self oscillation of the mechanical micro-resonator [35] or on the 
contrary damp thermal noise [36] . As the frequency response of the cantilever motion to the input light power 
is coating dependent [34, 37], one may wonder if this could explain the differences at low frequency between raw 
silicon and golden coated lever. There is anyway a important difference in our setup with respect to the fiber 
interferometers: there is no resonant cavity in our experiment, and only one reflexion occurs on the cantilever. 
Unless the intensity is modulated on purpose, there is thus no reason why the cantilever should be oscillated by 
the sensing light (beside the constant offset due to constant illumination) . We checked that our observations at 
low frequency were not dependent on our measurement system in 3 different ways: 

• We measured the frequency response function Xdi{f) of the deflexion d to the light intensity / by mod- 
ulating by a few percent the laser power [37]. In standard measuring conditions, / is kept constant but 
present small fiuctuations around its mean value, which will thus trigger some motion of the cantilever. 
This light induced deflexion noise >5'^'®'^*(/) can be estimated using the PSD Si of light intensity and the 
response function Xdi- "S"^'^^* = IXdil'^Sj. It is at least 3 orders of magnitude smaller than the observed 
thermal noise. 

• On coated cantilevers, if we decrease the interferometer light intensity by a factor of 10, the shot noise 
will raise, but will still be much lower than the measured thermal noise of the cantilever at low frequency. 
Except for the raise of the background noise, the PSD Sd{f) is not affected by such a drastic change in 
the laser power, notably at low frequency. 

• We measured the thermal noise of some cantilevers which were coated on one side only. Expect for a lower 
background noise when measuring on the coated surface (due to a higher reflectivity and thus lower shot 
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noise), the PSD Sd{f) does not change when the cantilever is turned upside down. 



The 1/f like behavior of the thermal noise thus appears to be a robust characteristic of coated cantilevers, 
which we interpret has the signature of a viscoclastic dissipation process. 

4 Discussion 

In the viscoclastic model we made the implicit hypothesis of a frequency independent complex elastic constant 
K* . This is an approximation as this can't satisfy the Kramers Kronig relations [38]. In order to improve our 
understanding of the properties of the system we need to estimate this dependance. We will use for this the 
Fluctuation-Dissipation Theorem [15] and the Kramcrs-Kronig relations [38], which allow from the knowledge 
of the real or the imaginary part of a transfer function to rebuild entirely this function. Indeed, thanks to the 
sensitivity of our apparatus, we resolve the power spectrum of fluctuation from very low frequencies to beyond 
the resonance (Fig. 4). Using the FDT (eq. 1), we can estimate from this spectrum the imaginary part of the 
response function Im(l/G(a;)). We can consequently rebuilt with an algorithm based on the Kramers Kronig 
relations the full response function G{uj) [39]. 

We plot in Fig. 5 the result of this reconstruction process for the 2 spectrums of Fig. 4: golden coated 
cantilever at atmospheric pressure and in vacuum. The SHO* model provides a qualitative description of the 
response G: the real part is a parabola independent of the value of the pressure, its value at / = being the 
spring constant and the quadratic shape resulting from the inertia of the system; while the imaginary part is 
roughly the addition of a constant term (viscoelasticity) and a linear term in frequency for the measurement in 
air (viscous damping). 

We notice anyway that this model needs some refinement: as expected, the viscoclastic term is not fre- 
quency independent. Indeed, in vacuum this is the only dissipative source, and according to eq. 6 we measure 
Im(G"' (w)) = lm{K*{uj)) ~ K{Lo)(j){uj). As shown by the fit on vacuum data in Fig. 5(b), a very good approxi- 
mation is given by a power law with a small exponent: Im(K*(cj)) oc a;" with a = —0.11. This functional form 
as also the advantage of being compatible with Kramers-Kronig relations, which lead to the full description of 
the frequency dependent complex spring constant: 



where kj is real. In dielectric measurements, such frequency dependence has been introduced by Jonschcr [40] 
and is used to describe a pseudo-conductivity (divergence of the dissipative part of the dielectric constant as 
e" oc with — 1 < a < 0, pure conductivity corresponding to a = —1). The two parameters describing the 
frequency behavior are extracted from the fit on the imaginary part Im(G"^ i'^))'- for this particular cantilever, 
we measure kj — 7 x 10~*N-m~^ and a = 0.11. 

The zoom at low frequency in the inset of Fig. 5(a) shows an unexpected behavior of Rc(G) as / goes to 
0: instead of the constant trend predicted by the SHO and Sader models, it presents a maximum and a steep 
decrease (of small amplitude though). At low frequency inertial effects are negligible, thus the real part of 
G is directly the real part of the spring constant: for frequency dependent viscoelastic models, Re(G(w)) ~ 
Re(K*(cj)) ~ K — Kj cos(a7r/2)(cj/a>o)"- a-nd a are already fixed by the fit on the imaginary part of the 
reconstructed function Im(G(tt')), hence we didn't need to introduce any new adjustable parameters to closely 
match the observations on the real part as illustrated in the inset of Fig. 5(a). 

From this improved description of the complex spring constant, the models introduced previously can be 
refined by taking into account the frequency dependence of k*(cj): we will label as k* the pure viscoelastic model, 
SHO* the one adding the simple viscous damping and Sader* the most complete model including viscoelasticity 
and Sader's treatment for the surrounding atmosphere. As shown on Fig. 5, the k* model gives a very good 
description of the vacuum measurement and of the reconstructed response function G. For the measurement 
at atmospheric pressure, the SHO* model is fine at low frequency, but not very accurate to describe data 
above 1 kHz: the frequency dependance of the dissipation is not simply linear. This mismatch disappear with 
the Sader* model, as illustrated by Fig. 6. The agreement is excellent: the frequency dependent viscoelastic 
dissipation at low frequency and the Sader approach to the viscous coupling with air at high frequency fit very 
accurately the reconstructed imaginary part of the response function, even in the transition region between the 
two regimes. 

The inset in Fig. 6(a) shows how details in the real part are also well described by the model. The zoom 
around the resonance frequency demonstrates the effect of added mass due to the air around the cantilever: 




(16) 
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the resonance frequency (corresponding to the zero of Re(G')) is shghtly shifted to lower frequency in air with 
respect to vacuum (—0.5% in frequency corresponding to a 1 % added mass). The Sader models accurately 
accounts for this observation. 

5 Conclusions 

We have measured the power spectrum density (PSD) of thermal noise induced deflexion of coated and uncoatcd 
micro-cantilevers at atmospheric pressure and down to 10^^ mbar. Thanks to the sensitivity of our apparatus, 
we resolve the spectrum completely from very low frequencies to beyond the resonance. The common simple 
harmonic oscillator model with viscous damping is clearly inadequate to describe the off resonance fluctuations, 
especially of coated cantilevers. At low frequency, the thermal noise of those shows a 1// like trend, which can 
be seen as the signature of a viscoclastic dissipation in the cantilever. To go further than simple observations, 
we use the Fluctuation-Dissipation Theorem and the Kramers-Kronig relations to rebuild from the measured 
PSD the complete response function of the cantilever. A simple power law is found to describe accurately the 
frequency dependence of the viscoclastic dissipation, and a consistent model can be proposed to fit tightly all 
the experimental data: beyond the simple harmonic oscillator approximation, it includes Sader's approach to 
describe the coupling with the surrounding atmosphere and a mechanical Jonscher like term to account for 
viscoelasticity. 

Let us emphasize a important point here: the use of FDT and Kramers-Kronig relations to rebuilt the 
mechanical response function of the system is based on very general hypotheses (linear response, causality, 
thermal equilibrium). Our measurements arc thus free of any hypothesis on the dissipation processes in the 
cantilever, and the viscoclastic model we eventually propose is purely phcnomcnological. Although viscoelastic- 
ity or anelasticity had already been used in several models to account for observations, it has mostly been limited 
to the resonances of oscillators and to their quality factors. Our experiment offers a complete determination 
of its properties on a coated micro-cantilever, with quantitative measurement of its amplitude and frequency 
dependence on a wide spectral range. 

The use of thermal noise is a key point of our approach, since we don't need to determine exactly the 
transfer function of the external forcing method which is usually necessary to measure a response function. We 
get an excellent resolution with measurement of mechanical loss tangents smaller than 10"'^ . Even such a small 
dissipation has some consequences on the operation of micro-cantilevers, notably when they are used in vacuum: 
it gives an upper bound to the quality factor of the resonances. If we don't explain the physical origin of the 
viscoelasticity due to the coating, we can anyway quantify it and our measurements should be useful in the 
perspective of testing models of internal friction, eventually leading to improved coating procedures and better 
performance of cantilever based sensors. Our method would also be suited to study other type of coatings, such 
as those implied in chemical or biological sensors, alone or linked to the target molecules. 
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Figure 1: Mechanical response function and thermal noise spectrum of a cantilever for various models, (a) Real 
part of the response function normalized by the spring constant, (b) Imaginary part of the response function 
normalized by the spring constant (log scale on both axes), (c) Power Spectrum Density (PSD) of thermal noise 
induced fluctuations, normalized by kbT/n (log scale on both axes). Viscoelastic models prevent dissipation 
to vanish at low frequencies, thus raising the thermal noise in this limit. Sader models take into account the 
additional inertia due to the surrounding fluid, shifting the resonances to lower frequencies. 
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Figure 2: Power Spectrum Density (PSD) of thermal noise induced fluctuations for a raw silicon cantilever (a) 
and a golden coated one (b). The background noise of the system (bottom black line) is measured on a rigid 
mirror with light intensities on the photodiodes tuned exactly as during the measurement on the cantilever. We 
subtract this noise from the raw measurement (dashed line) to estimate the actual thermo-mechanical noise of 
the cantilever (plain line). In this frequency window, the first 2 flexural resonances are clearly visible, but the 
low frequency noise can also be studied. Inset in (a): the interferences between the reference laser beam E'^ef 
reflecting on the base of the cantilever and the sensing laser beam iSgons on the free end of the cantilever directly 
gives a calibrated measurement of the deflection d, with very high accuracy [26, 27, 28, 29]. 
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Figure 3: Power Spectrum Density (PSD) of thermal noise induced fluctuations for a raw silicon cantilever (a) 
and a golden coated one (b). Their low frequency behavior are very different: the metallic layer induces a much 
larger noise when / goes to 0, with a 1// like frequency dependance that can be modeled with a viscoelastic dis- 
sipation (models SHO* and Sadcr*). If simple harmonic oscillators models are fine for the resonance, they loose 
their pertinency at lower frequencies, where the Sader approach stick closer to the experimental observations. 



13 




10^ 10^ 10^ 10* 

Frequency //Hz 



Figure 4: Power Spectrum Density (PSD) of thermal noise induced fluctuations for a golden coated cantilever 
at atmospheric pressure (wide resonance, plain blue) and in vaccum (sharp resonance, dotted red). The low 
frequency behavior is exactly the same. In agreement with the viscoelastic model, this part of the spectrum 
doesn't depend on the viscous damping due to the surrounding atmosphere, and is therefore related to a 
dissipation in the cantilever itself. 
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Figure 5: Reconstructed mechanical response function and thermal noise spectrum of a golden coated cantilever 
in air and in vacuum, (a) Real part of the response function. The inset is a zoom around / = (400 Hz wide and 
10~^N-m^^ high), (b) Imaginary part of the response function (log scale on both axes), (c) Power Spectrum 
Density (PSD) of thermal noise induced fluctuations (log scale on both axes). The viscoelastic dissipation in 
the cantilever is evidence by the vacuum measurement, and can be fitted by a power law of frequency with 
a small exponent a = —0.11. The low frequency behavior of the real part of G for the viscoelastic models is 
deduced from Kramers-Kronig relations applied to the power law fit of the imaginary part, it matches well the 
experimental data. The viscous damping of the SHO models fails to describe the dissipation off resonance in 
air. 
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Figure 6: Reconstructed mechanical response function and thermal noise spectrum of a golden coated cantilever 
in air and in vacuum, (a) Real part of the response function. The inset is a zoom around / = /o (400 Hz 
wide and 10~''N-m~^ high), (b) Imaginary part of the response function (log scale on both axes), (c) Power 
Spectrum Density (PSD) of thermal noise induced fluctuations (log scale on both axes). The Sader models 
describe accurately the dissipation in air, catching for instance the small frequency shift of the resonance due to 
the added mass moving along with the cantilever. The Sader* model, summing the two models for dissipation 
(frequency dependent viscoelasticity and Sader's), fits adequately the experimental observations in the whole 
frequency window. 
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